[High myopia in vitrectomized eyes : Contraindication for minimally invasive glaucoma surgery implant?]
Minimally invasive glaucoma surgery (MIGS) implants, such as XEN® gel stent are additional procedures in glaucoma treatment, which were designed to reduce the postoperative risk of severe hypotony and further complications. Until now the contraindications for every implant have not yet been identified. This case report describes the disastrous follow-up after implantation of a XEN® gel stent in the only high myopic eye of a patient. Despite elaborate subsequent interventions massive choroidal hemorrhage occurred with loss of the remaining visual field and total loss of visual acuity. The ocular pressure could be stabilized only after explantation of the XEN® gel stent. Patients with high myopia and the associated thin sclera, vitrectomized eyes and previous treatment with mitomycin C should be selected very carefully for XEN® gel stent. If these criteria are present the XEN® gel stent should be avoided whenever possible.